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Message Text 


UNCLASSIFIED POSS DUPE 

PAGE 01 MADRID 06985 I41726Z 

67 

ACTION HEW-06 

INFO OCT-OI EUR-I2 ISO-00 OES-06 EB-07 COME-00 /032 W 

106675 

R 141538Z SEP 76 
FM AMEMBASSY MADRID 
TO SECSTATE WASHDC 7126 

UNCLAS MADRID 6985 

E.0.11652: N/A 

TAGS: OGEN, ETRD, EIND, TBIO, SP 

SUBJECT: DEFECTIVE DISPOSABLE ARTIFICIAL KIDNEY DIALYZER 
REE: STATE 219727 

1. FOLLOWING INSTRUCTIONS SET FORTH IN REFTEL, EMBASSY 
CONTACTED PRIM, S.A. JORGE JUAN 141, MADRID AND PROQUIL, 
S.A. VICOTR PRADERA 69 MADRID 8 (NEW ADDRESS). 

2. PRIM, S.A. STATES THAT IT DOES NOT DEAL WITH BENTLEY 
DISPOSABLE ARTIFICIAL KIDNEY DIALYZER PERFORMANCE COILS. 

3. RESPONSE FROM PROQUIL S.A. WAS THAT RECALL RECEIVED 
IN JULY AND THAT ACTUAL BENTLEY ARTIFICIAL KIDNEYS IN 
SPAIN AR E IN PEREECT CONDITION IN OPINION OF BENTLEY 
MARKETING MANAGER FOR EUROPE. ALL DEFECTIVE COILS 
HAVE BEEN DESTROYED. 

EATON 


UNCLASSIFIED 


NNN 
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Message Attributes 


Automatic Decaptioning: X 

Capture Date: 01 JAN 1994 

Channei indicators: n/a 

Current Classification: UNCLASSIFIED 

Concepts: MEDICAL CARE, EQUIPMENT, RECALLS 

Control Number: n/a 

Copy: SINGLE 

Draft Date: 14 SEP 1976 

Decaption Date: 01 JAN 1960 

Decaption Note: 

Disposition Action: n/a 
Disposition Approved on Date: 

Disposition Authority: n/a 
Disposition Case Number: n/a 
Disposition Comment: 

Disposition Date: 01 JAN 1960 
Disposition Event: 

Disposition History: n/a 
Disposition Reason: 

Disposition Remarks: 

Document Number: 1976MADRID06985 

Document Source: CORE 

Document Unique ID: 00 

Drafter: n/a 

Enclosure: n/a 

Executive Order: N/A 

Errors: N/A 

Film Number: D760347-0354 
From: MADRID 
Handling Restrictions: n/a 
Image Path: 

ISecure: 1 

Legacy Key: linki 976/newtext/t1 9760963/aaaacbsv.tel 

Line Count: 43 

Locator: TEXT ON-LINE, ON MICROFILM 
Office: ACTION HEW 
Original Classification: UNCLASSIFIED 
Original Handling Restrictions: n/a 
Original Previous Classification: n/a 
Original Previous Handling Restrictions: n/a 
Page Count: 1 

Previous Channel Indicators: n/a 
Previous Classification: n/a 
Previous Handling Restrictions: n/a 
Reference: 76 STATE 219727 
Review Action: RELEASED, APPROVED 
Review Authority: vandykic 
Review Comment: n/a 
Review Content Flags: 

Review Date: 02 FEB 2004 
Review Event: 

Review Exemptions: n/a 

Review History: RELEASED <02 FEB 2004 by MaustMC>; APPROVED <01 SEP 2004 by vandykio 

Review Markings: 

Margaret P. Grafeld 
Declassified/Released 
US Department of State 
EO Systematic Review 
04 MAY 2006 


Review Media Identifier: 

Review Referrals: n/a 
Review Release Date: n/a 
Review Release Event: n/a 
Review Transfer Date: 

Review Withdrawn Fields: n/a 
Secure: OPEN 
Status: NATIVE 

Subject: DEFECTIVE DISPOSABLE ARTIFICIAL KIDNEY DIALYZER 
TAGS: OGEN, ETRD, EIND, TBIO, SP, US 
To: STATE 
Type: TE 
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